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The ever-increasing brightness of synchrotron radiation sources
demands improved x-ray optics to utilise their capability for
imaging and probing biological cells, nano-devices, and func-
tional matter on the nanometre scale with chemical sensitivity.
Hard x-rays are ideal for high-resolution imaging and spectro-
scopic applications due to their short wavelength, high penetrat-
ing power, and chemical sensitivity. The penetrating power that
makes x-rays useful for imaging also makes focusing them tech-
nologically challenging. Recent developments in layer deposi-
tion techniques that have enabled the fabrication of a series of
highly focusing x-ray lenses, known as wedged multi layer Laue
lenses. Improvements to the lens design and fabrication tech-
nique demands an accurate, robust, in-situ and at-wavelength
characterisation method. To this end, we have developed a mod-
ified form of the speckle-tracking wavefront metrology method,
the ptychographic x-ray speckle tracking method, which is
capable of operating with highly divergent wavefields. A use-
ful by-product of this method, is that it also provides high-
resolution and aberration-free projection images of extended
specimens. We report on three separate experiments using this
method, where we have resolved ray path angles to within
4 nano-radians with an imaging resolution of 45 nm (full-
period). This method does not require a high degree of coher-
ence, making it suitable for lab based x-ray sources. Likewise
it is robust to errors in the registered sample positions making
it suitable for x-ray free-electron laser facilities, where beam
pointing fluctuations can be problematic for wavefront metrol-
ogy.
Keywords: x-ray speckle tracking; ptychography; wavefront
metrology; x-ray optics; multi layer Laue lenses.
1. Introduction
In 2015 Morgan et al. (2015) reported on the use of a lens for
one dimensional focusing of hard x-rays, with a photon energy
of 22 keV. This lens was made by alternately depositing two
materials with layer periods that follow the Fresnel zone-plate
condition and then slicing the structure approximately perpen-
dicular to the layers to the desired optical thickness. By vary-
ing the tilt of the layers throughout the stack, so that the Bragg
and zone plate conditions are simultaneously fulfilled for every
layer, large focusing angles can be achieved with uniform effi-
ciency. Such a structure is referred to as a wedged Multi-layer
Laue Lens (MLL) (Yan et al., 2014), which is fabricated by
the use of a masked magnetron sputtering technique, and is
schematically illustrated in Fig. 1.
Errors in the wavefront produced by the wedged MLL were
characterised using a pseudo one dimensional ptychographic
algorithm. This analysis revealed a defect in the lens that pro-
duced two distinct regions along the layer stack, each with a
different focal length. Further studies revealed that the defect
was caused by a transition in the material pair from amor-
phous to crystalline phase for layer periods of about 5.5 nm
(Bajt et al., 2018). By switching to a new materiel pair (tung-
sten carbide and silicon carbide) the phase transition could be
avoided, allowing for a larger lens stack with greater focusing
power. This illustrates the importance of wavefront metrology
as a diagnostic tool for the iterative development of new optical
elements.
Figure 1
A wedged multilayer Laue lens of focal length f is constructed from
layers whose spacing follows the zone-plate condition. To achieve high
efficiency the lens must be thick, in which case diffraction is a volume
effect described by dynamical diffraction. In this case the layers should
be tilted to locally obey Braggs law, which places them normal to a cir-
cle of radius 2f.
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Figure 2
Illustration of the Ptychographic-XST method. The beamline illumination was focused (off-axis) in 2D by two crossed and wedged MLLs. The
Siemens star sample was placed 371 µm downstream of the focal plane. Images were recorded on a CCD pixel array detector 0.71 m downstream
of the focus. The scan data consists of 49 shadow images, recorded as the sample was translated across the beam profile. The phase and reference
image maps were refined iteratively.
Ptychography is a powerful tool for wavefront metrology,
as it allows for the simultaneous recovery of the complex-
valued wavefront produced by the lens and the complex-valued
transmission function of the sample which is scanned across
the wavefront, typically near the focal plane of the lens,
with diffraction limited resolution (Chapman, 1996; Rodenburg
et al., 2007; Thibault et al., 2009). The high resolution is a
result of the fact that ptychography often employs a fully coher-
ent model1 for the wavefront propagation from the sample to the
detector plane, with few approximations beyond paraxial illu-
mination, a thin specimen and a high degree coherence for the
imaging system.
However, ptychography can present difficulties in its imple-
mentation, in part because the coherent model of the imaging
system can be sensitive to errors in the estimated model param-
eters. It can also be computationally demanding to perform the
required number of iterative steps in the reconstruction algo-
rithm, which can be exacerbated by the large number of diffrac-
tions patterns in some ptychographic datasets. Furthermore,
determination of the root cause of a failed reconstruction, for
example, bad detector readings, sample stage jitter, x-ray source
incoherence or algorithm parameters, can be difficult due to
the complicated relationship between the measured diffraction
intensities and the recovered wavefronts. For example, although
the wavefront reconstruction in Morgan et al. (2015) took only
a few hours to complete, this calculation was preceded by many
months of work identifying detector artefacts, exploring recon-
struction parameters and checking the uniqueness of the output.
Since the work of (Berujon et al., 2012) and (Morgan
et al., 2012), X-ray Speckle-tracking Techniques (XSTs) have
emerged as a viable tool for wavefront metrology applications.
This method is based on near-field speckle based imaging,
where the 2D phase gradient of a wavefield can be recovered
by tracking the displacement of localised “speckles” between
an image and a reference image produced in the projection
hologram of an object with a random phase/absorption profile.
Additionally, XST can be employed to measure the phase pro-
file of an object’s transmission function. Thanks to the simple
experimental set-up, high angular sensitivity, and compatibility
with low coherence sources, this method has since been actively
developed for use in synchrotron and laboratory light sources;
see Zdora et al. (2018) for a recent review.
As part of an ongoing project to develop and improve the
fabrication and performance of wedged MLLs for imaging
1 Methods for dealing with partial coherence, that can characterised by a few dominant modes, have been successfully developed for ptychography (Thibault &
Menzel, 2013; Pelz et al., 2014). Nevertheless, each mode is treated in a full coherent way, consistent with the original (single-mode) ptychographic approach.
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(Prasciolu et al., 2015; Murray et al., 2019), we have developed
a modified form of the XST suitable for highly divergent illumi-
nation conditions (Morgan et al., 2019). This method, the Pty-
chographic X-ray Speckle-tracking Technique (PXST), adopts
an experimental geometry and iterative update algorithm simi-
lar to that employed in many ptychographic applications. Under
ideal imaging conditions, the PXST method will not achieve the
same (diffraction limited) sample imaging resolution or phase
sensitivity that could be achieved via ptychographic approaches.
However, we show that it is possible to recover images with
large magnified factors, of around 2000 or more, and thus PXST
can provide sufficiently high phase sensitivity and imaging res-
olution for many applications. Based on a pseudo-geometric
approximation for the propagation of light from the sample exit-
surface to the detector plane, the source of errors in the recov-
ered wavefronts can be localised to individual intensity mea-
surements leading to a more transparent and more easily diag-
nosed reconstruction process. We present PXST results from
three separate experiments, each with a different sample, effec-
tive magnification and defocus distance.
2. Wavefront analysis
The experiment set-up and processing pipeline are roughly
equivalent for each experiment, as illustrated in Fig. 2. In this
configuration the sample was placed a distance z1 downstream
of the 2D beam focus, which was formed using two crossed
and wedged MLLs (one MLL to focus vertically and the other
horizontally). The focal length of the lens closest to the focus
was reduced by its distance from the other lens so that the focal
points for the two MLLs meet in the same plane. A total of N
images (In) where then recorded on a detector placed a distance
z downstream of the sample, as the sample was translated in a
2D grid pattern a distance ∆xn in the x-y plane (perpendicular
to the optical axis for the n’th image). If z1 is sufficiently large,
then the images formed on the detector resemble shadow images
of the sample, which are variously called Gabor or in-line holo-
grams, near-field images, phase contrast images etc. depend-
ing on the specific application and properties of the sample (for
the rest of this article we shall refer to such images simply as
shadow images).
In the ideal case, for a thin sample, a lens system without any
aberrations, ignoring diffraction from a lens aperture and for
large z1, the lens will produce a spherical wavefront and it can
be shown that the observed shadow image will be equivalent to
a defocused and magnified image of the sample (Iref), such that
In(x, z) = M−2Iref(x/M − ∆xn, z¯), where the magnification fac-
tor M is given by (z1 + z)/z1 and the effective defocus z¯ is given
by zz1/(z1 + z). In (Morgan et al., 2019), this principle was gen-
eralised to incorporate the divergent illumination formed by a
non-ideal lens system, so that:
In(x) ≈W (x)Iref(u(x)− ∆xn, z¯), (1)
where W (x) is the “whitefield image”, the intensity distribution
measured on the detector without the presence of the sample,
and u(x) is a 2D vector field that captures both the average
magnification of the image (due to the global phase curvature
of the illumination) and the geometric distortions (arising from
the finite aperture and lens aberrations) in the shadow image,
given by:
u(x) = x− λz
2pi
∇Φ(x), (2)
where λ is the wavelength of the radiation, ∇ = (∂/∂x, ∂/∂y) is
the transverse gradient operator and Φ is the phase of the wave-
field produced by the lens system in the detector plane (in the
absence of the sample).
Table 1
Sample Siemens Star Diatom Diatom-subregion
beamline NSLS-II (HXN) PETRA III (P11) PETRA III (P11)
energy (keV) 16.7 16.3 16.3
focus-detector distance (m) 0.71 1.32 1.32
focus-sample distance (mm) 0.371 2.22 0.55
detector Merlin Lambda Lambda
detector grid (ROI) 407× 365 359× 401 359× 401
physical pixel area (µm2) 55× 55 55× 55 55× 55
effective pixel area (nm2) 30× 28 93× 92 24× 24
average magnification 1917 595 2308
effective defocus (mm) 0.37 2.21 0.57
sample scan grid 20× 20 11× 11 11× 11
sample scan step size (µm) 0.63 10.00 0.20
exposure time (s) 1 5 0.005
iterations 3 3 3
angular resolution (nrad) 6.3 20.0 3.4
Using Eqs. 1 and 2 and the set of shadow images (In), the
wavefront formed by the two MLLs in the detector plane, given
by the phase (Φ) and intensity (W ), as well as the un-distorted,
magnified and defocused image of the sample, which we call
the “reference image” Iref, were recovered by tracking the local
displacement of features formed in each of the shadow images
according to the recipe described in (Morgan et al., 2019) using
a speckle-tracking software package2. In this method, initial
2 Found here: www.github.com/andyofmelbourne/speckle-tracking
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estimates for ∇Φ, Iref and ∆x are iteratively refined until the
sum squared error between the measurements and the forward
model (given by the forward model in Eq. 1) is minimised. The
experiment data for each of the results shown here are available
on the CXIDB. The analysis presented here can be replicated
by following the tutorial sections on the software website2.The
parameters for each experiment are summarised in table 1.
2.1. Image reconstruction with the example of the Siemens star sample
For this experiment, shadow images of a Siemens star test sam-
ple were recorded at the NSLS-II HXN beamline(Nazaretski
et al., 2014; Nazaretski et al., 2017). Figure 3 (left) shows
one of the 400 shadow images recorded as part of the scan.
To achieve a 2D focus we would ideally use two MLLs, one
to focus vertically and the other horizontally, that are optimised
for the same photon energy. In this experiment however, we had
one lens that was optimal at 16.7 keV and the other at 16.9 keV.
We decided to operate at 16.9 keV. Because of this mismatch
of 0.2 keV, the vertically focusing MLL does not focus x-rays
with uniform efficiency across the entire physical aperture. This
results in the tapered fall-off in diffraction intensity near the top
of the figure corresponding to higher diffraction angles, the opti-
cal axis is located beyond the bottom left of the figure. The hor-
izontally focusing MLL provided efficiency is nearly uniform
across the entire pupil region along the horizontal direction. In
addition to scattering from the sample and the faint cross-hatch
pattern (which we speculate are due to small local variations in
the layer periods), there are also intensity variations across the
image caused by the non-uniform illumination incident on the
MLL lens system from up-stream optical elements.
Figure 3
Left: Raw detector image of the Siemens star shadow (480x438 pix-
els). The un-focused beam was blocked by a beam stop placed beyond
the bottom left of this figure. The checkered red and black box outlines
the region shown on the right at a higher image magnification. The lin-
ear colour scale is displayed at the very right and ranges from 0 (black)
to 3000 (white) photon counts.
The Siemens star test sample with a total diameter of 10 µm
and consists of 30 radial “spokes” with circular cuts at two
radial positions. It is constructed from gold with a projected
thickness in the range 0.5 to 1 µm with a minimum feature size
of 50 nm. The geometry of the Siemens star helps to visualise
the effect of the low order aberrations in the lens system on the
observed shadow images. These aberrations led to low spatial
frequency geometric distortions that break the approximate cir-
cular symmetry of the image, which is evident in Fig. 3 (left).
Figure 4
Top: Reference image (Iref) of the Siemens star test sample. Bot-
tom left: Phase profile of the pupil function Φ (colour scale), over-
layed with a quiver plot of the retrieved phase gradient∇Φ vector field
(scaled to pixel units). Bottom right: Four views of the central region
of the Siemens star: At the top right is the undistorted view (as outlined
in black in the top panel), the remaining three panels show this feature
as it appears in different locations on the detector array (after division
by W (x)) corresponding to the regions indicated by like-coloured out-
lines in the left panel.
To the right we show a magnified view of the region of inter-
est. Here, we can observe approximately three Fresnel fringes
generated by the sharp outer edges of the Siemens star spokes.
This is the same fringe structure one would observe by illumi-
nating the sample with plane wave illumination and recording
an image on a detector placed a distance z¯ = 0.37 m down-
stream of the object and magnified by a factor of M = 1917.
The effective Fresnel number is then given by F¯ = X2/(λz¯),
where X is the full period spatial frequency of a feature in the
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sample. In the present case we have F¯ = 0.09, corresponding
to the smallest feature size of X = 50 nm.
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Figure 5
Top: The azimuthal average of the Fourier Power Spectrum (FPS) of
the recovered reference image of the Siemens star sample. The FPS is
obtained by taking the mod square of the Fourier transform of Iref. The
blue dashed line shows the noise floor which was estimated by taking
the average of the FPS over the last 30 values. The resolution cut off
(grey vertical line) is given by the resolution at which the FPS is equal
to twice the noise floor (black dashed line). Bottom: Histogram of
the difference between the recovered wavefront angles (detector plane)
from each of the split-1/2 datasets (blue bar chart). The solid black line
shows the Gaussian model fit with a standard deviation of 0.6 nrad.
The whitefield image (W ), was set to the median value at each
pixel on the detector over the 400 measurements. A more direct
approach would have been to record an image after completely
removing the sample from the incident wavefield. We found
however, that the former strategy led to superior results. We
speculate that this is due to low frequency drifts in either the
positioning or the upstream illumination of the MLL system,
leading to small variations in the intensity profile of the beam.
Naturally, these drifts also occur during the acquisition time of
the dataset and could limit the viability of this method in cases
where the duration of the experiment far exceeds the duration
of stability for the imaging system.
The initial estimate for the gradient of the wavefield in the
detector plane (∇Φ) was set to:
∇Φ(x) = 2pi
λ
(
x
zx1
,
y
zy1
), (3)
where zx1 and z
y
1 are the distances between the sample plane
and the horizontal and vertical focal planes of the lens system
respectively. Note that for an astigmatic lens system, zx1 6= zy1.
Estimates for zx1 and z
y
1 were obtained, in turn, by fitting a set
of parameters in a forward model for the power spectrum of the
data, obtained by summing the mod-square of the Fourier trans-
form of each image. The Fresnel fringes present in each image
produce a nearly circular ring pattern in the cumulative power
spectrum, known as “Thon rings”, where the shape and spac-
ing of the rings provide estimates for defocus and astigmatism.
This algorithm2, was adapted from the program CTFFIND4
(Rohou & Grigorieff, 2015) (developed for use on cryo-electron
microscopy micrographs).
Figure 6
Top left: Subregion of the reference image reconstruction. The linear
colour scale ranges from 0 (black) to 1.6 (white). Top right: Subre-
gion of image 250 in the dataset, without any preprocessing. The linear
colour scale ranges from 0 (black) to 4000 (white) photon counts. Bot-
tom left: TIE reconstruction of the same subregion as in the top left
panel. Bottom right: CTF inverted reconstruction of the same region.
The colour scale in the same as in the bottom left panel.
In the top panel of Fig. 4 we show the reconstructed reference
image of the sample (Iref). We note that this is not a real-space
image of the sample but rather a magnified view of the defo-
cused image. Correctly reconstructed, this reference image will
be free of the geometric aberrations present in each of the mea-
sured images, and indeed, this appears to be the case here. The
direct (real-space) imaging resolution is limited by the effec-
tive defocus distance, so that point-like features will produce
overlapping spots at a separation distance less than 331 nm
(Rayleigh criterion), rather than the de-magnified pixel size of
28 nm. This is the separation distance between the inner edges
of the spokes of the Siemens star when the first minimum of the
edge’s Fresnel fringes overlaps with the brighter zero’th order
maximum of the adjacent edge. Another measure of resolution,
is the Fourier Power Spectrum (FPS) cut-off frequency, which
is given by the highest spatial frequencies in an image above the
signal to noise level. The FPS is graphed in Fig. 5 (top panel),
with the vertical black line indicating the full period resolution
of the image at 70 nm, or a half period resolution of 35 nm,
approximately 20% greater than the de-magnified pixel size.
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In Fig. 6 we show two real-space reconstructions of the
Siemens star’s projected mass (bottom left and right panels).
For a sample constructed from a single material, with a constant
density, and a linear approximation to Beer’s law, the projected
mass is equal to the thickness, or height of the sample above the
substrate. Both were recovered from the reference image (top
left panel) and can be compared with a raw diffraction image,
shown in the top right panel. In the bottom row, we display the
thickness profile recovered via the Transport of Intensity Equa-
tion (TIE) and via Contrast Transfer Function (CTF) inversion,
in the left and right panels respectively, using the X-TRACT
software package (Gureyev et al., 2011). We note that both
methods are not ideal in the present case: the TIE algorithm
works best for large Fresnel numbers and the CTF inversion
is ideal for weak phase objects. Nevertheless, the ends of the
“spokes” near the centre of the Siemens star, with a separation
distance ≈ 158 nm can clearly be distinguished in both images,
which is an improvement on the direct (real-space) resolution of
the reference image.
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Figure 7
Projection of the wavefront intensity profile near the focal plane of the
lens system, along the x-axis (top) and the y-axis (bottom). The linear
colour scale ranges from 0 (white) to 1 (black) in arbitrary units.
The vector field u(x)−∆xn defines the mapping between each
point in the n’th image (In(x)) to a point in the reference image,
see Eq. 1. The phase gradients were obtained from u via Eq.
2, using the formalism in (Morgan et al., 2019), and are shown
in the bottom left panel of Fig. 4. Here we display the phase
gradients, after removing the global shift and magnification fac-
tors, as a black quiver plot, scaled to pixel units. In order to fur-
ther illustrate the effect of the geometric aberrations, beyond the
overall magnification, caused by the phase gradients in the lens
phase profile, we display a magnified view of the central region
of the Siemens star (see the black box in the top panel of Fig.
4) as it appears in three different shadow images. The region
where this feature appears for each of the three images are illus-
trated by the coloured square outlines shown in the bottom left
panel. In the bottom right panel we show the corresponding
regions for each of these images. To increase the contrast, we
have divided the images by the whitefield image (In/W ). In the
top right sub-panel, we also show the same region of the recov-
ered reference image. Here one can clearly observe local vari-
ations in the degree of magnification, along the x and / or y
axis, depending on the position of the sample within the inci-
dent wavefield.
In the bottom left panel we show the residual phase profile
of the MLL lens system (colour map). The residual phase pro-
file is obtained after removing the constant, linear and quadratic
components of the global phase profile, which correspond to an
overall phase constant, a tilt term and the defocus aberrations
respectively. By removing these terms, it is possible to perceive
the small deviations in the phase from an (ideal) quadratic pro-
file. Armed with this phase profile, we could then numerically
propagate the wavefield to the region near the focal plane of the
lens, as shown in Fig. 7. These results were obtained after 3
iterations of the PXST update algorithm. For each iteration, we
refined the initial estimates for the sample stage translations.
The “irrotational constraint” on the phase gradients was also
enforced (see section 5 of (Morgan et al., 2019)).
In appendix A we show a comparison of the recovered wave-
front phase from a separate PXST experiment and a ptycho-
graphic experiment taken with the sample placed nearer to the
focal plane. Both results show qualitative agreement, how-
ever the root-mean-squared difference is much greater than we
would predict if the ptychographic result is considered to be the
ground truth.
The local angular distribution of the wavefront rays, in the
plane of the detector, are given by Θ = λ2pi∇Φ. In the ideal
case, the smallest resolvable angular deviation of a ray (the
angular sensitivity) is given by ∆Θ = δpixσdet/M, where σdet
is the width of the point spread function of the detector (greater
than or equal to the physical pixel size) and δpix is the fractional
reduction in the effective pixel size due to numerical interpola-
tion. In the present case, setting σdet ≈ 55µm and δpix < 1, we
have ∆Θ < 29 nrad.
In order to estimate the achieved angular resolution, we ran-
domly assigned each pixel of each image to one of two datasets.
Keeping the reconstructed reference map and sample stage posi-
tions from the original reconstruction, we then repeated the
reconstruction of the phase gradients independently for each of
the two datasets. This process is only possible due to the high
degree of redundancy in the original data. A histogram of the
difference between the two reconstructions, shown in the bot-
tom panel of Fig. 5, provides an estimate for the underlying
uncertainty in the recovered Θ values. The standard deviation
of the difference Θ1 − Θ2, yields ∆Θ ≈ 6.0 nrad, which sug-
gests a δpix-value of less than 2/10. This shows that from the
redundancy of data, caused by measurements at any given loca-
tion in the wave with many positions of the object, that one
is able to interpolate angular deviations to a small fraction of
a pixel. The angular distribution is related to the phase pro-
file via 2D integration Φ(x) = 2piλ
∫∫
Θ(x)dx and propagating
the uncertainties yields an estimate for the phase sensitivity of
∆Φ ≈ 0.065 rad (0.01 waves).
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Figure 8
Sample image map of a diatom. The linear grey scale colour map ranges from 0.92 (black) to 1.08 (white). The reconstructed area outside of
the Diatom’s region of interest has been masked. The magnified pixel area is 93 × 93 nm2. The field of view of the image is 122 × 120 µm2
(1320 × 1290 pixels). Fine details in the sub-structure of the Diatom are visible in this phase contrast projection image, which are otherwise
obscured by the surface of the sample in scanning electron micrograph images. Top right: magnified image map of a subregion of the Diatom.
The field of view is 95× 107 µm (414× 466 pixels). The small blue rectangle indicates the scale of the inset with respect to the larger image of
the diatom.
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2.2. Diatom sample
For this experiment, the biomineralized shell of a marine
planktonic diatom was placed on a silicon nitride membrane
and scanned across the wavefield 2.22 mm down stream of
the lens focus. In contrast to the Siemens star experiment, the
effective defocus and magnification (see Table 1) are such that
only first order Fresnel fringes are visible across the majority of
the reference image. For this reason we did not use the Thon
rings to provide initial estimates for zx1 and z
y
1. Instead, we set
z1 = zx1 = z
y
1 in Eq. 3 and chose the value of z1 which min-
imised the sum squared error after many trials over a range of z1
values. Errors in the initial estimates for z1, zx1 and z
y
1 will lead
to additional defocus aberrations in the recovered phase map,
which can then be removed as needed. If these errors are too
large however, the algorithm may take many more iterations (or
fail completely) to converge.
In contrast to the previous experiment, only a fraction
(roughly 1/9’th) of the object is visible in the field of view for
each image. The reference image is shown in Fig. 8, obtained
after three iterations of the PXST algorithm.
This diatom was collected from the Antarctic sea and its shell
is made from a complex network of nanostructured silica with
an exceptional strength to weight ratio, despite being produced
under low temperature and pressure conditions. The circular
shell of the diatom is constructed from 6 azimuthal segments,
which extend in a dome-like fashion out of the page for the ori-
entation shown in Fig. 8. The boundary of these segments can
be observed as the 6 radial creases, extending from the edge of
the inner circle to the outer rim of the sample. This 6-fold sym-
metry is a motif that is repeated throughout the diatom struc-
ture, see for example, the approximate hexagonal packing of the
small “white dots” with a diameter of about 5 µm. In another
scan (discussed in the next section) taken with the sample closer
to the focus, a more detailed view of these “white dots” can be
seen. This more magnified view of the diatom is displayed in
the top right corner of the figure, and one can see that these
dots are themselves hexagonal in shape with what appear to be
hollow depressions in the centre.
The estimated angular sensitivity for this reconstruction is
20 nrad, which is approximately 3.2 times greater than for the
Siemens star reconstruction. This result is consistent with the
corresponding decrease in the average magnification by a factor
of 3.3, from 1917 (Siemens star) to 595 (diatom). The direct
(real-space) imaging resolution was 410 nm (Rayleigh crite-
rion), while the FPS cut-off frequency was 259 nm, with a half
period resolution of 130 nm which is 40% greater than the de-
magnified pixel size.
2.3. Diatom subregion
For this experiment the sample was moved closer to the focal
plane of the lens, from 2.22 mm in the previous section to
0.57 mm here. This corresponds to an increase in the magni-
fication by a factor of 3.9, from 595 to 2308. As discussed in
(Morgan et al., 2019), the upper limit to the magnification factor
for this particular technique is governed by the smallest distance
between the focal plane and the sample such that the diffraction
remains in the near-field imaging regime. For larger magnifica-
tion factors, with the sample closer to the focal plane, the rapidly
oscillating phase and intensity of the illuminating wavefield lead
to significant errors in the speckle tracking approximation of Eq.
1. Here however, another difficulty was encountered relating to
the pseudo translational symmetry of the diatom structure at this
magnification.
Figure 9
Top: Image of the FPS of the diatom subregion. The full period spatial
frequency at the left edge of the image is 48 nm−1. To avoid artefacts
from the sharp edges of the real-space image (as shown in subpanel of
Fig. 8) the FPS was filtered with a Gaussian window function with a
standard deviation of 2.4 µm. Before display the FPS was raised to
the power 0.1, in order to reveal the Thon rings underneath the much
stronger peaks from the hexagonal lattice. Bottom: Azimuthal average
of the FPS, with a cut-off frequency corresponding to a full period res-
olution of 45 nm (half period resolution of 22.5 nm, 5% smaller than
the de-magnified pixel size).
The FPS of the reference image in the top panel of Fig. 9
shows an hexagonal array of points overlaid on top of the much
weaker Thon rings, which (again) arise because the reference
image is a defocused image of the sample’s exit-surface wave.
The location of the peaks reveal the reciprocal lattice of the
real-space structure, which is approximately hexagonal with a
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primitive lattice constant of≈ 601 nm. This approximate trans-
lational symmetry is undesirable in PXST because of the possi-
bility of miss-registering features between each recorded image
and the reference by an amount equal to the lattice constant.
In the bottom left panel of Fig. 10 we show a failed recon-
struction of the pixel mapping between the recorded images
(one of which is shown in the top left panel) and the reference.
At the bottom of the image one can see a horizontal step-like
reduction in the mapping function from white to black, cor-
responding to reduction of 20 pixels. When scaled to physi-
cal units, this drop corresponds exactly to the hexagonal lattice
spacing of the diatom substructure. In order to overcome this
problem, we chose to regularise the recovered pixel shifts by
convolving them with gaussian kernel at each iteration. The
standard deviation of this kernel was reduced linearly from 20
pixels to 0 pixels as the iterations progressed. In this way sharp
deviations in the mapping function were prevented from form-
ing early in the reconstruction process. The result of this reg-
ularisation procedure is shown in the bottom right panel of the
figure, where the step like artefact is no longer present in the
reconstructed pixel mapping.
Figure 10
Top left: Image 50 of the 121 recorded shadow images. This image
spans diffraction angles of 15 × 17 mrads. The linear colour scale
ranges from 0 (black) to 2000 (white) photon counts. Top right: The
same image divided by the whitefield (W ), colour scale ranges from
0.9 to 1.2. Bottom left: The recovered pixel mapping between the
recorded images and the reference image u(x) (in pixel units), colour
scale ranges from ranges from -10 (black) to 10 (white) pixel shifts.
Bottom right: The recovered pixel mapping when employing regular-
isation during the reconstruction, same colour scale as bottom left.
3. Discussion
In this article we have demonstrated the use of the PXST on
three experiment datasets. In each case, both the illuminating
wavefront and a highly magnified, un-distorted phase-contrast
image of the sample were recovered. The main benefit of PXST
over other speckle tracking techniques, for example, the Unified
Modulated Pattern Analysis (UMPA) approach of Zdora et al.
(2017), the geometric flow algorithm of Paganin et al. (2018)
and the original XST technique of Berujon et al. (2012), is that
it is able to deal with highly divergent illumination. This allows
for the comparatively large magnification factors (e.g. 2308 for
the diatom subregion), which leads to a corresponding increase
in the achievable phase sensitivity (3.4 nrad) and image resolu-
tion (45 nm full-period). Conversely, PXST does not provide
a direct (real-space) image of the sample’s phase, absorption or
the so called “dark-field” profiles.
Another approach that is suitable for highly divergent illu-
mination is the X-ray Speckle-Scanning technique of Berujon
et al. (2012), which provides a phase sensitivity proportional to
the step size of the sample translations. In PXST however, the
phase sensitivity does not depend on the step size, making it
suitable for a broader range of experiment facilities.
With the high NA, efficient, hard x-ray optics provided by the
wedged MLLs used here, the footprint of the beam on the sam-
ple is greater for a fixed magnification factor than would other-
wise be the case. This increases the throughput of the imaging
method, by a factor proportional to the square of the increase in
the NA.
We have also demonstrated that PXST does not require an
additional diffuser in the beam path and we expect that a wide
variety of samples could be used as a wavefront sensing device –
although a dense random object such as a diffuser should reduce
the number of required images.
In future, we hope to develop the PXST algorithm for use in
“cone-beam tomography”, a geometry where the illumination
diverges significantly as it passes through the object.
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Appendix A
Comparison of the recovered wavefront via
ptychography and PXST
In Fig. 11 we show the phase of the wavefront recovered via
far-field ptychography (left) and PXST (right), from two inde-
pendent datasets obtained at the European Synchrotron Radia-
tion Facility3. In both experiments, a Siemens star test sample
was scanned in a 2D grid pattern across the wavefront, with
a focus-to-sample distance of 0.13 m. For the ptychographic
dataset, the sample was scanned near the focal plane of the
lens (z1 = 1.01 mm) and the angular extent of the diffrac-
tion extended well beyond that of the diverging illumination,
i.e. outside of the holographic region. For the PXST dataset, the
sample was placed further from the focus (with z1 = 5.8 mm)
and the diffraction was predominantly confined to the holo-
graphic region of the detector (in a 2 × 1.6 mrad angular win-
dow), consistent with the near-field scattering regime.
One advantage of PXST over ptychography, is that the phase
profile is not “wrapped” onto the [−pi, pi) domain. This is useful
in cases where the intent is for the recovered phases to inform
a structural analysis of the lens system, such as the height of
a mirror surface or the local period of bi-layers in an MLL. In
some cases however, the phases recovered from ptychography
can “un-wrapped”; for smooth phase profiles, continuity of the
phases allows one to identify regions bounded by discontinu-
ous 2pi phase jumps. One can then add or subtract 2pi to the
phases in these regions as needed until the entire phase profile
is smooth. This procedure was applied to unwrap the phases
shown in the left panel.
3 Further analysis using these datasets can be found in (Murray et al., 2019).
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Figure 11
Phase of the recovered wavefronts via ptychography (left) and PXST (right). The phase ptychographic phase profile was unwrapped before display.
The colour scale is in radian units.
The two phase profiles show qualitative agreement between
the ptychographic and PXST algorithms. The root-mean-
squared deviation is ≈ 5 rad, which is many orders of mag-
nitude worse than theoretically achievable phase sensitivity.
Therefore, one or both of the reconstructions suffers from sys-
tematic artefacts in the recovered phases. This is a matter for
further investigation.
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